Magna-FX cannulated screw system and powered metaphyseal stapler in triple arthrodesis.
The author introduces two relatively new means of internal fixation for triple arthrodesis. These new methods not only help to reduce intraoperative time, but also provide an excellent, more precise method of internal fixation. A case report and discussion on the use of these devices are included.